Airway anatomy and physiology vary among adults and children and are major factors in increasing morbidity and mortality rates during tracheal intubation. The Macintosh laryngoscope remains the most commonly used tracheal intubation device among children.\[[@ref1]\] Many devices exist for difficult intubation such as the video laryngoscope (GlideScope \[GVL\]; Verathon Medical, Bothell, WA, Storz, Airtraq) and the fiberoptic bronchoscope.\[[@ref2], [@ref3]\] Fiberoptic bronchoscopes and supraglottic airway devices are useful techniques for difficult pediatric intubation.\[[@ref4]\]

GVL has been designed specifically for difficult intubation cases, and in many adult studies it has been shown to reduce airway trauma and, therefore, assist significantly in glottis visualization.\[[@ref5]--[@ref8]\] Few prospective studies exist on difficult elective intubation in children and most of them are designed with simulation devices for mannequins.\[[@ref9]--[@ref15]\]

The GVL allows for tutoring pediatric intubation in education clinics since it is able to record visuals, and enthusiasm for video laryngoscopy has risen among pediatric anesthesiologists. The GVL provides a better laryngeal view as its blade has a digital camera at the distal end in a 60° angle. It is available in various pediatric sizes for tracheal intubation, but it does increase the duration of the intubation.\[[@ref5], [@ref6]\]

We performed GVL at our clinic. In this study, we compared the intubation quality and hemodynamic effects of the GVL and Macintosh laryngoscope in children older than one year.

Methods {#sec1-2}
=======

Institutional medical Ethic Committee approval was received (SEEAH, 606-16.02.2016). Then the study was recorded on at http:clinicaltrials.gov (NCT03326882). After obtaining written informed consent from each patient's guardian, 80 patients aged 1 to 12 years (American Society of Anesthesiologists \[ASA\] physical status I--II), scheduled to undergo elective surgery under general anesthesia with endotracheal intubation, were included in a prospective, single-blinded, randomized trial. The exclusion criteria were risk of pulmonary aspiration, difficult intubation, craniofacial malformation, emergency surgery, cardiovascular disease, respiratory disease, and hemodynamic instability.

Patients were medicated orally 1 hour preoperatively with midazolam (0.5 mg/kg; maximum dosage, 15 mg). Demographic data, including age (year), weight (kg), height (cm), sex, ASA status, and operation durations (minutes), were recorded. Standard monitoring was established in the operating room with peripheral oxygen saturation, noninvasive arterial pressure, and electrocardiography (Cardiocap II; Datex, Helsinki, Finland). Anesthesia was induced with an inhalational 8% sevoflurane oxygen--air mixture. An intravenous line was applied, 1-2 mqr/kg fentanyl and 0.6 mg/kg rocuronium were administered. From a list of random numbers, instructions for randomization were prepared in sealed envelopes for each patient before the start of the study. Patients were allocated to one of two groups for intubation: Group G, using the GVL (n=40), and group M, using the Macintosh laryngoscope (n=40).

In group G, the GVL 2 (1.8--10.0 kg) and GVL 3 (10 years--adult) blades were used. In group M, sizes 1 (infants and small children), 2 (older children), and 3 (adolescents) blades were used depending on the patient weight based on the manufacturer's guidelines. All intubations were performed using a tracheal tube reinforced with a similarly shaped, malleable stylet. The intubations were performed by the same anesthetists who had used the GVL more than 50 times and were also skilled in conventional direct laryngoscopy.

Intubation time (IT) was defined as the time from the end of preoxygenation (mask taken from the face) to the first detection of end-tidal CO[@ref2]. IT included the time between attempts. Attempt numbers were recorded. If more than one attempt was required, the patient received mask ventilation between attempts. More than three attempts were not allowed, and were considered as failure of intubation and excluded from the study. Before insertion of the tube into the trachea, the Cormack--Lehane grade of laryngeal views was recorded in all groups.

Airway maneuvers (posterior, superior, and lateral pressure on the larynx, and external laryngeal manipulation, which allowed passage of the tracheal tube during tracheal intubation) were recorded. The visual analog scale (VAS; 0, worse--10, best) was scored by the anesthesiologist after intubation and recorded.

Hemodynamic variables (heart rate \[HR\], mean arterial pressure \[MAP\], and blood oxygen saturation level \[SpO[@ref2]\]) were observed continuously and recorded before and after anesthesia induction, at intubation, and one, three, and five minutes after intubation by an anesthesiologist who was unaware of this study.

Peripheral oxygen saturations under 90% were not allowed and these patients were excluded from the study. Bradycardia and hypotension 20% under baseline were treated with atropine 0.01 to 0.03 mg/kg IV and ephedrine 0.2 mg/kg IV, respectively.

At the end of the operation, inhalational anesthetic agents (sevoflurane and nitrous oxide) were discontinued, and the patient was given 100% O[@ref2]. Residual neuromuscular blockade was reversed with injection of neostigmine (40 μg/kg) and atropine (0.01 mg/kg), tracheal tubes were removed, and the patient transferred to the Postoperative Anesthesia Care Unit (PACU).

A sample size of 39 in each group for this study at a one-tailed α level of 0.05 was determined to have 95% power. Statistical analysis was performed with SPSS for Windows, version 15.0 (SPSS, Inc., Chicago, IL, USA). Descriptive statistics were given as number and percentage for categorical variables, and as average, standard deviation, minimum, maximum, and median for numeric variables. Comparison of the two independent groups was performed with Student's t-test and the Mann--Whitney U test when the numeric variables did and did not meet the normal distribution requirement, respectively. The rate of the categorical variable between the groups was tested with the chi-squared test. The statistical α significance level was assumed as p\<0.05.

Results {#sec1-3}
=======

A total of 80 patients completed the study. There were no differences in demographic variables and operation times between the two groups ([Table 1](#T1){ref-type="table"}).

###### 

Demographic variables and operation time

                             Group M (n=40)        Group G (n=40)         p
  -------------------------- --------------------- ---------------------- -------
  Age (year)                 5.24±2.11             5.07±2.56              0.652
  Height (cm)                120.2±13.1            118.6±17.3             0.503
  Weight (kg)                22.25±9.1             20.47±8.8              0.359
  ASA Status (I/II), (n/%)   (28/12), (70/30)      (24/16), (60/40)       0.345
  Sex (M/FM), (n/%)          (31/9), (77.5/22.5)   (29/11), (72.5/27.5)   0.747
  Operation Time (min)       55.57±18.7            57.57±16.8             0.617

Mean±SD; p\<0.05.

Intubation time was measured as 32.3±12.9 (10.5-64) seconds for Group G and 15.7±6.3 (9.1-45) seconds for Group M. The IT in Group G was significantly longer than that in Group M (p\<0.001; [Table 2](#T2){ref-type="table"}).

###### 

Intubation characteristics

                              Group M (n=40)   Group G (n=40)   P
  --------------------------- ---------------- ---------------- --------
  Time to intubation (s)      15.7±6.33        32.3±12.9        0.0011
  Intubation attempts (n/%)                                     
   1                          36 (60)          30 (75)          0.46
   2                          4 (40)           9 (22.5)         
   3                          0                1 (2.5)          
  Failed                      0                0                
  Cormack--Lehane (n/%)                                         
   1                          25 (62.5)        35 (87.5)        0.0290
   2                          13 (32.5)        5 (12.5)         0.0162
   3                          2 (5)            0                
   4                          0                0                
  Airway maneuvers (n)        1.00                              
   Yes                        12 (30)          13 (32.5)        
   No                         28 (70)          27 (67.5)        
  VAS score                   8.1±0.87         7.87±0.9         0.202

Time to intubation, VAS; mean±SD.

In Group G, 36 patients were intubated on the first attempt and four on the second attempt, compared to 31 and nine, respectively, in Group M (not significantly different, p\>0.05). Cormack--Lehane score was 1 in 35 and 25 patients in Groups G and M, respectively (statistically significant difference, p\<0.029). Cormack--Lehane score was 2 in five and 13 patients, respectively (statistically significant difference, p\<0.0162). VAS score was 7.87±0.9 and 8.1±0.87, respectively (not significantly different). The number of airway maneuvers was not statistically different between the two groups (p\>0.05; [Table 2](#T2){ref-type="table"}).

No significant differences were found in HR, SpO^2^, and MAP measurements between the groups at any time (p\>0.05).

Discussion {#sec1-4}
==========

In this study, the GVL provided a better view of the glottis, but a prolonged time to intubation in children older than 1 year with a normal airway. There were no beneficial hemodynamic effects of the use GVL compared to that of the Macintosh direct laryngoscope.

Difficult intubation frequency is rarer in children than adults, but children have shown airway differences and faster oxygen consumption because they are more vulnerable to desaturation. Thus, intubation in children must be performed more cautiously. Because of the anatomic differences in the airway and lack of information required to enable evaluation of difficult airways in the preoperative period, difficult laryngoscopy and intubation may be important reasons for preoperative morbidity. Despite the recent developments in equipment and information related to management of airways in children, endotracheal intubation with conventional laryngoscopy remains the golden standard in protection of airways.\[[@ref1]\]

The use of video laryngoscopes in children with difficult intubation has increased in recent years.\[[@ref16]\] However, there are no sufficient data showing that GVL offers an advantage over direct laryngoscopy in the management of difficult airways in children.\[[@ref4], [@ref9]--[@ref12]\]

Many studies have compared the GVL with other video laryngoscopy techniques.\[[@ref4], [@ref16], [@ref17]\] Several of these studies have been applied to cardiopulmonary resuscitation mannequins or mannequins developed for difficult airway simulation, but none of the video laryngoscopy techniques has a clear advantage over others.\[[@ref14], [@ref15]\] Riveros et al.\[[@ref4]\] compared direct laryngoscopy with the Macintosh blade, GVL, and True View PCD in 134 children from newborn to 10 years old and found that direct laryngoscopy provided the best images, whereas True View PCD had the longest IT. They recommended restriction of use of video laryngoscopy techniques in patients expected to have difficult airways. Kim et al.\[[@ref12]\] compared GVL with the Macintosh blade in 203 children and they obtained a view with GVL that was similar to or better than the view obtained with direct laryngoscopy. In the GVL group, 62% of the patients had a Cormack--Lehane Score \>1. Furthermore, the number of retried intubations was greater in the GVL group. In the other study of children with a Cormack--Lehane Score \>3, the GVL was compared to the direct laryngoscope in terms of improvement of laryngoscopic image. Also, image effectiveness of the blade size used was evaluated for GVL. These investigators found that GVL enhanced visualization in difficult airways in children compared to direct laryngoscopy and GVL with a small-sized blade.\[[@ref9]\] In their meta-analysis, which included 14 prospective randomized studies comparing different video laryngoscopy techniques to direct laryngoscopy in children, Sun et al.\[[@ref18]\] showed that video laryngoscopy enhanced glottis visualization but extended the IT. We found the Cormack--Lehane score to be 1 and 2, consequently in groups G (87.5% and 12.5%, respectively) and M (62.5% and 32.5%, respectively). We found a better glottis view with the GVL, although satisfactory glottis views were obtained in both groups.

In a pilot study of 18 children known to have difficult intubation, Armstrong et al.\[[@ref10]\] found optimal visibility at 20 seconds with direct laryngoscopy and 26 seconds with GVL. Fiadjoe et al.\[[@ref11]\] compared direct laryngoscopy with the Miller blade to GVL in 60 newborns and infants with normal airway anatomy and found similar ITs and performances. They obtained better and faster glottis views in the GVL group, but a longer canalization time compared to that in the direct laryngoscopy group. The IT was 22.6 seconds in the GVL group and 21.4 seconds in the direct laryngoscopy group, and the canalization time was 14.3 and 8.5 seconds, respectively. Another prospective study with the highest number of cases measured IT as 36 and 23.8 seconds, respectively. They found that the IT in the GVL group was longer.\[[@ref12]\] We found a longer IT in the GVL group, as in other similar studies performed on children. We measured the IT as 16 and 32 seconds in the direct laryngoscopy and GVL groups, respectively. For successful intubation, visualization of the glottis and insertion of an endotracheal tube are needed. With GVL intubation, visualization is good but the endotracheal tube insertion time is longer than that for direct laryngoscopy. The adult size GVL has the same original style GlideRite curve with the GVL blade. For children, the GlideRite single-use stylet (small) may also possibly be used, but we opted to use the conventional malleable stylet. Moreover, the GVL monitor is located against the laryngoscopist and this would be a more challenging intubation with a prolonged IT. The studies show that people who use video laryngoscopy can quickly learn fiberoptic laryngoscopy. The technique is useful for pediatric intubation education.\[[@ref19]\]

According to the VAS score, we did not find any superiority for ease of intubation as in the literature.\[[@ref20]--[@ref22]\]

A hemodynamic response develops based on the pain caused by intubation and laryngoscopy. Increased MAP and HR are observed based on catecholamine secretion.\[[@ref23]\] Maassen et al.\[[@ref24]\] studied adults (ASA II--III) and found that the increase in HR and systolic blood pressure with use of video laryngoscopy is lower compared to that with the use of direct laryngoscopy. Li et al.\[[@ref25]\] compared GVL, fiberoptic bronchoscopy, and direct laryngoscopy for nasal intubation in terms of hemodynamic changes and found that the best response was from the GVL group. Abdelgawad et al.\[[@ref26]\] compared different video laryngoscopy methods to direct laryngoscopy in terms of hemodynamic response and found no differences in cardiac output, stroke volume index, HR, and systolic--diastolic blood pressure arterial values in normotensive patients. We found no statistically significant differences between the groups at any time.

Conclusion {#sec1-5}
==========

In conclusion, better glottis views were obtained with the GVL. However, intubation takes longer. There was no superiority for orotracheal intubation in children older than one year between the Macintosh laryngoscope and the GVL.
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